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outer and inner radii of the tube 
3 dB band-width of resonance curve of the 
loaded and unloaded tube 
phase velocities of torsional waves in the 
loaded and unloaded tube 
complex velocities of propagation of tor- 
sional waves in the loaded and unloaded tube 
= e 1 q- ic  2 
complex velocity of propagation of shear 
waves in the fluid 
frequency 
resonance frequency of n-th overtone of the 
loaded and unloaded tube 
complex shear modulus of the tube material 
coml~ shear modulus of the fluid 
=] / -1  
moment of inertia per cm of unloaded tube 
effective moment of inertia per cm of loaded 
tube 
instrument constant 
length of the tube 
= b/a 
angular momentum 
positive integer 
real and imaginary parts of the characteristic 
plane shear impedance ofthe fluid 
characteristic plane shear impedance of the 
fluid (= RL + iXL) 
characteristic cylindrical shear impedance of
the fluid 
damping factors of torsionat waves in the 
loaded and unloaded tube 
phase factors of torsional waves in the loaded 
and unloaded tube 
propagation constant (= e + iß) 
loss angle 
= tan eos-1 (g/imùx) 
viscosity 
angular displacement 
ware length 
displacement amplitude 
densities of the fluid and the tube material 
angular frequency (= 2 ~f) 
= 2~j ;  o 
reduced frequency 
1. Introduction 
In 1968 Glover et al. (1) introduced an in- 
strument for measuring liquid shear impedances 
in the frequency range 20-100 kHz. Torsional 
oscillations are generated magnetostrictively 
in a thin-walled Ni-tube and travel along this 
tube, showing an attenuation of « Nepers per 
cm and a phase shift of fl radians per cm. When 
the tube is immersed in a liquid, there is an 
extra attenuation of A« Nepers per cm due to 
the radiation of energy into the liquid and a 
change of Afl radians per cm due to the extra 
inertial oading of the tube. The authors showed 
that A« and Afl are proportional to (1 + m3)/ 
(1 -  mŒ). For a tube with an outer diameter 
of 0.4 cm and a wall thickness of 0.01 cm this 
factor is ~ 9. Hence for a given liquid the values 
of A« and Afl and therefore the sensitivity are 
enhanced by roughly an order of magnitude 
with respect o their values for a solid rod with 
the same diameter. 
For the measurement of AŒ and Afl a pulse 
cancellation technique was used. However, as 
stated by the authors, "one difficulty has been 
the overlapping of the measuring pulses with 
small pulse reflections from the dry-tube/wet- 
tube boundary and also from the damping 
device'. In principle this problem can be solved 
by arranging the geometry of the system in such 
a way that these small pulse reflections do not 
overlap any of the measuring pulses. From 
some preliminary measurements performed with 
a prototype apparatus built along these lines in 
out laboratory we discovered however that 
solving the problem in this way puts a severe 
constraint on the geometry, eventually leading 
to inconveniently long tubes. That is why for 
instance Cook and Matheson (2) used tubes 
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with a length of 2 m, which introduces con- 
siderable difficulties with thermostating. 
More recently an apparatus was described by 
Nakajima et al. (3) in which a long rod of fused 
quartz is excited into torsional resonant oscil- 
lations by means of a quartz crystal. By meas- 
uring the decrease in resonant frequency and 
increase in decay rate when a liquid is applied 
around the rod the liquid shear impedance can 
be found. The method is used at the fundamental 
resonance and overtones in the frequency fange 
2 - 20 kHz. 
Since the increased sensitivity offered by the 
use of a thin-walled tube has many advantages 
and, moreover, as we had hoped that higher 
overtones might be obtained, we decided to in- 
vestigate whether an apparatus based on a 
magnetostrictively excited NJ-tube resonator 
could be relazized. 
2. Theory 
An exact analytical solution for the propaga- 
tion of torsinal waves along a tube immersed 
in a liquid has been given by Glover et al. (1) 
in terms of Bessel functions. For practical cases 
this solution can be simplified by approximat- 
ing the Bessel functions by the !eading terms in 
their series expansions. In t~is way a solution 
is found that can be handled by the experi- 
mentalist. From the formulae it is clear that 
with this approximation the motion corresponds 
to a rigid rotation of each cross-section of the 
tube around its centre, i.e. the same motion 
found from the exact solution valid for a tube 
in a vacuum (4). Therefore the approximation 
(Ikal ~ 1) as used by Glover et al. (1) and by 
McSkimin (5) is equivalent to the assumption 
that cross-sections perform rigid rotations. It 
is obvious therefore to make this assumption 
at the beginning. Consider an element of the 
loaded tube with length dz, where dz ~ 2. In a 
mechanical sense this tube element is circuited 
in parallel (the particle velocities are continuous 
across the boundaries) with the liquid elements 
inside and outside the tube. Consequently the 
total mechanical impedance Z equals the sum 
of the mechanical impedances of the elements. 
(In view of the movement we will use rotational 
impedances defined by Z = -M/O.) Therefore 
we have: 
Z = Z 0 + Z 1 ~- Z 2 . [1 ]  
In eq. [1] Z o is the impedance of the unloaded 
tube element, Z 1 and Z 2 are  the impedances of 
the outer and inner fluid elements at the 
boudaries: 
M loÖ 
Z° = 0 - Õ -  - io)I o, [2] 
where 
7~ 
Io = Tpoù4(1 - ,¢); [3] 
for Z,  and Z2 it is found: 
Z 1 = - 27ra3Zcyl'~ 
Z2 27cb3 Z~ylj. [4] 
In eq. [4] Zcy I is the characteristic cylindrical 
shear impedance of the fluid, whereas the plane 
shear impedance ZL is required. Zcyl and ZL 
differ only by a small amount. Moreover it was 
shown (1) that the correction due to the out- 
going wave from the outer surface of the tube 
almost cancels the correction due to the ingoing 
ware from the inner surface, provided m ~ 1. 
From eqs. [1 ] -  [4] then follows: 
{ 2~a3(1 + m3)ZL ;
Z = -icoI o 1 + i°9Io J 
- - i~o I .  [5 ]  
So in a formal sense the effect of the fluid can be 
described by an additional moment of inertia 
AI amounting to 
AI = 27ra3(1 + rn3)ZL 
[6] 
ic0 
For the unloaded and loaded tube we therefore 
have: 
c* = { G*a4(1- m4) } 1 /z ,210
c. = { G*a4(1- m4).} 1/2 
~/- . [ -7 ]  
With c* = ico/F o and c* = ico/F it follows from 
eqs. [5] -- [7]: 
r - ro=(Ao~+iA~) -  2zL ( 1 +m3) 
apoe'~ 1-- m 4 , [8]  
with the approximation (Io/I) 1/z ~_ 1 - (AI/2I o) 
used. For c* ~-e o eq. [8] passes into eq. [16] 
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of Glover  et al. (1). The resonance condition for 
a free-free tube is 1): 
BI = nn  (n = 1,2 ,3 , . . ) ,  [-9] 
with 
6O 
B - [1o] 
C 
From [9] and [10] it is seen that in order to 
restore resonance when the tube is immersed 
o has to be adjusted from the air into a fluid, o)ù 
so as to keep fl constant. F rom [10] we find: 
Aco Ac  c 
- -  - - I + - - .  [11]  
0 
60 n C 0 Co 
It was shown (6) that the phase velocity c for 
plane waves can be written as 
c = c 1 1 + , [12] 
with 
C* = C 1 q- ic  2 . [13] 
Further we have (6) 
«2 _ Œ . [14] 
C1 fl 
From eqs. [12] - [14]  it follows that 
c= c*(1-i~-), [15] 
and from eqs. [15], [11] and [17] 
A(D 
0 09n 
1-  A I  1+ - - - i  • 
21o /3o f l  + (~)~ 
1 + [16]  
Here as well the approximation ( Io / I )  1 /2~ - 
I - (A I /2 Io )  has been used. For «/f l  < 1 and 
AoJ/o»o < 1 it finally follows from eqs. [16], [3] 
and [6] that 
fo _ fù = npoa  1 - m 4 KXL '  [17] 
~) Strictly speaking, phase resonance coincides with 
velocity resonance only for a lumped resonator. For 
a not too high damping (~2/fi2 < 1, compare [19]), 
however, this also holds with good approximation for 
a distributed resonator. 
Bvä - B~g - - -  
2RL( 1+m3 ) 
npoa  1 - -  m 4 = 2KRL ,  [18] 
where in deriving [18] the relation 
n tan 6 n nBv~ - -=  - -~- - tan6=~ [19] 
fl 2 2 2fù 
has been used. 
In this calculation the small changes in 
amplitude and phase due to reflections at the 
end faces of the tube are neglected. It is easily 
shown, however, that even for high loading of 
the tube these changes have no measurable 
effect. 
3. Apparatus  
A prototype, as shown in figure 1, was built 
by using equipment readily available in our 
laboratory. 
The Ni-tube is clamped in the middle with the aid 
of a teflon or steel ring. Before mounting it was 
magnetically polarized by passing a current of the 
order of 1000 A through it during I msec from a bank 
of capacitors. In this way the tube is polarized 
cireumferentially. It is set into torsional oscillation 
with the aid of a transmitting coil providing an alter- 
nating axial magnetic field which forces the tube to twist. 
The oscillations of the tube are detected by a receiving 
coil by means of the reverse effect. The tube is sur- 
rounded by a glass tube containing the liquid. This 
part of the apparatus, fastened to a frame, is immersed 
in a liquid thermostat with a temperature stability of 
0.01 °C. The transmitting coil is fed from a synthesizer, 
while the signal delivered by the receiving coil is meas- 
ured with an a.c. voltmeter. Both transducers can be 
adjusted in axial direction. Besides in the fundamental 
mode the tube can resonate in many overtones. In the 
fundamental mode the length of the tube equals half 
a wavelength, i.e. there is a node in the middle and anti- 
nodes at both ends. Due to the disturbance caused by 
the clamp only odd overtones can be used, 
For the excitation of a particular overtone both the 
transmitting and the reeeiving coils have to be posi- 
tioned at nodal planes for this overtone. In this way it 
was possible to excite a tube of 40 cm length up to its 
51st overtone. This limit is set by the resonance ffe- 
quency of the detecting circuit and can probably be 
raised by lowering the capacitances of coil and leads. 
Since in the fundamental mode there is only a nodal 
plane in the middle of the tube, both transducers were 
positioned as close to eaeh other as the clamping 
deviee permitted in order to measure this mode. In 
this position the distance between the centres of the 
eoils is about 10 cm. The elamping deviee is of a very 
simple construction, as schematically shown in figure 1. 
The thickness of the clamping ring is 2 mm, which is 
one order of magnitude smaller than the wave-length 
at the highest ffequency used, viz. ~ 15 mm at 200 kHz. 
Since the Ni-tube were not perfectly straight and the 
clearance between NJ-tube and glass tube is only 
38* 
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Fig. 1. General arrangement of the apparatus 
1 mm, some skill is required to position the tube 
firmly without touching the glass wall. The clearance 
was made as small as possible for two reasons, 
(i) reducing the amount of liquid required and (ii) in- 
creasing the homogeneity of the axial magnetic fiel& 
The coils, made out of copper wire having a diameter 
of 0.1 mm, were wound on a coil former of hard plastic. 
The number of turns of the transmitting and receiving 
coils are 50 and 500 respectively. They are embedded 
in pot-cores (Philips 36/22-3B7) from which the cores 
were removed, see figure 2. Finally this assembly is 
mounted in a water-tight cylindrical housing. 
i 
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Fig. 2. Mechanical construction of the coil housings 
1. tube of härd plastic, 2. feed-through for coaxial 
cable, 3. cover plate, 4. filling-in piece, 5. coil, 6. coil 
former, 7. ferrite pot, 8. housing 
The capacitor bank consists of six "flash"-type lec- 
trolytic capacitors connected in parallel, each capacitor 
having a capacitance of 2500 ~F and a maximum 
voltage of 250V. For the discharge-of the bank a 
thyristor is used as a switching device. In order to 
-FLUID 
NICKEL TUBE 
I -I TRANSM. 
COIL 
~-~ O_RING 
~ CLAMP 
I • I RE« .CO, ,  
limit the tyristor current o a safe value each capacitor 
is equiped with a Kanthal-wire limiting resistor of 
0.48 [2. These resistors moreover provide a uniform 
discharge of the capacitors. A resistor (1 mfS) is also 
connected in series with the tube in order to monitor 
the pulse on a storage oscilloscope. 
4. Measuring procedure and data handling 
In order to find the components RL and XL 
of the complex shear impedance from eqs. [17] 
and [18] the resonance frequencies of the tube 
in air and immersed in the sample, fo  and fR 
resp., the 3 dB band-widths B~/~- and Bv~ of the 
resonance curves and K have to be known. 
K can be calculated from the geometry of the 
tube and its density. Alternatively K can be 
found from measurements on a Newtonian 
liquid with known viscosity and density. The 
latter procedure is commonly  used with the 
torsional-crystal pparatus (7, 8), where relations 
similar to out eqs. [17] and [18] appear. It 
turned out that this procedure did not result 
in an essential improvement of the measurements 
in this investigation, so the theoretieal value of 
K was used. To start with, the fundamental  
mode in air was measured with the coils as dose 
to each other as possible. Subsequently the coils 
were separated in order to optimize the signal 
for measuring the third overtone. For  the fifth 
and subsequently higher overtones more nodal 
planes become available. It was then found that 
the results are slightly dependent on the choice 
of the nodal planes used. Since the air meas- 
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urements have to be related to measurements 
with the tube immersed in the sample the same 
nodal planes should be used in both measure- 
ments. After the air measurements are performed 
the glass tube is filled with the sample and the 
measuring procedure is repeated. The tube is 
filled with the aid of a hypodermic syringe 
brought in at the lower side in order to avoid 
trapped air bubbles, which render measurements 
impossible. In order to determine the resonance 
frequency and the 3 db band-width from the 
measured ata a transform according to Neder- 
veen (9) is used. This author showed that under 
reasonable assumptions the equation for the 
resonance curve of a linear second-order system 
can be written in the form 2) 
« - tancos - l (~~ax) -2 ' f~  f"' [20] 
Hefe ~ is the amplitude at angular frequency 
co and ~m~x the amplitude at resonance. Hence 
a plot of ~ versus f should be a straight line 
which crosses the f-axis at f = fù, whereas its 
slope is determined by Bv~-. For finding out 
how well the data fit this line a linear regression 
analysis is performed (10, 11). The assumptions 
made in deriving eq. [20] are that M a and M2, 
the real and imaginary patts of the relevant 
elastic modulus, are constant over the limited 
z) Eq. [20] is derived for the displacement of a 
lumped resonator. It can be shown, however, that this 
equation is also applicable for the displacement 
velocity of a resonator with distributed mass and 
stiffness (12). 
frequency range of the measurements and more- 
over fù ~> BvS. 
5. Measuring results 
In order to test the apparatus measurements 
were performed on various Newtonian liquids 
and a solution of polystyrene in a Newtonian 
solvent. The Ni-tube used had a length of 
about 40 cm, an outside diameter of 0.4 cm 
and a wall thickness of 0.01 cm. From the 
measured inner and outer diameters of the tube 
and its density the factor K in eqs. [17] and [18] 
was estimated to be (1.88 _+ 0.04) g- 1 cm 2. Actu- 
ally the value K= 1.84 g-1 cm 2 best fitted the 
results and this value was used. 
In table 1 the values of RL and XL calculated 
from a number of measured resonance curves 
are summarized for three Newtonian liquids, 
together with their theoretical values. 
In performing the two series of measurements 
on dibutylphthalate (D.B.P.) the resonance cur- 
ves of the unloaded tube were first of all meas- 
ured for a number of overtones in one run and 
thereafter the resonance curves of the loaded 
tube in a second run. 
From table 1 it is seen that there is a 
reasonable agreement between measured and 
theoretical values of R» but for XL there are 
some substantial deviations. These deviations 
are far outside the quoted uncertainty ranges 
as derived from linear regression analysis of 
the measured ata according to eq. [20]. There- 
fore systematic errors must be responsible for 
these large deviations. For illustrating this, in 
Table I
Viscosity Frequency RL XL (~p~f)ln 
Sample [cP] [Hz] [dyne scm- 3] [dyne scm- 3] [dyne scm- 3] 
dist. water (20.6 °C) 0.998 
hexadecane (20.6 °C) 3.06 
D.B.P. (46.1 °C) 7.62 
D.B.P. (81.4 °C) 3.19 
3 367 10.2 11.3 10.2 
3 365 16.0 16.2 16.5 
3 634 29.5 29.6 29.9 
11 014 53 53 52 
18 352 67 67 67 
33 092 94 94 91 
40 471 100 98 100 
47 860 110 (_+ 1) 133 (_+ 1) 109 
92 124 150 (+2) 163 (__ 1) 151 
188 196 218 (_+5) 227 (_+2) 215 
4 030 20.1 19.7 20.0 
12 149 33.3 33.6 34.8 
20 259 47.2 44.2 45.0 
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Fig. 3. Plot of the resonance urve, according to eq. [20], 
of the 13th overtone of a Ni-tube resonator, about 
40 cm long, (a) immersed in D.B.P., (b) in air 
figures 3a and 3 b the data for the loaded and 
unloaded tube for one of these overtones are 
plotted according to eq. [20]. We will come back 
to this point in the discussion at the end of this 
paper. In figures 3a and 3b the uncertainty 
ranges due to the reading error of the a.c. 
voltmeter are also drawn for various measuring 
points. It turns out that the a.c. voltmeter puts 
a limit to the accuracy of the measurements. It 
0.5 
0 
0.5 
1.0. 
0.5 
0 
/ 
1.o. o Air /d  
f,= 188,6562-+O.2Hz d /
B~ =208-+1Hz / 
r2= 0.999921 / J  
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B~ = 1170+20Hz /9 /  
r2= °'998625 / , 
18z~oo :ooo,,~ ;soo 18g;ooo 
0.5 
1.0 
Fig. 4. Plot of the resonance curve, according to eq. [20], 
of the 51th overtone of a Ni-tube resonator (a) in air, 
(b) immersed in a solution of polystyrene in D.B.P. 
is rather surprising that this is even the case 
for the resonance curve of the unloaded tube at 
the higest overtone used, see figure 4a, although 
at this frequency the length of the coils exceeds 
the wave-length in the tube. For high loading 
of the tube at this frequency significant devia- 
tions from a straight line occur due to the 
vicinity of neighbouring overtones, see figure 
4b. As a consequence of this mode coupling 
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only a small part of the resonance curve can be 
used for analysis, which restricts the accuracy. 
As an example of a visco-elastic fluid we per- 
formed various measurements on a solution of 
polystyrene in D.B.P. Data on the composition 
of this solution are given below 3). 
Table 2 
log o) R RL [dyne s cm- 3] XL [dyne scm- 3] 
0.523 50 a) 52 b) 38 a) 37 b) 
0.601 55 56 42 41 
0.824 76 71 52 53 
1.006 80 80 61 61 
1.228 95 98 76 75 
1.375 110 112 91 87 
1.484 117 122 97 98 
1.664 141 145 135 120 
1.930 189 188 166 162 
2.239 260 257 237 229 
a) Results of this investigation. 
b) Data obtained with torsional quartz crystal apparatus 
(12). 
In table 2 the real and imaginary parts are 
given of the complex shear impedance as found 
for this solution. Measurements on the same 
solution were performed in our laboratory with 
the aid of a torsinal crystal apparatus (12). In 
order to compare these results with our meas- 
urements they were plotted as a function of the 
reduced frequency co R (18). The data quoted in 
table 2 were obtained by graphical interpolation. 
The accuracy of these data is estimated to be 
~2%.  
6. Discussion 
6.1. Sensitivity 
The sensitivity of the apparatus compares 
favourably with other devices working in the 
same frequency range and is adequate for 
liquids with a low viscosity. So a liquid with a 
viscosity of 1 cP shifts the resonance frequency 
of the fundamental mode some 20 Hz, whereas 
a shift of 0.5 Hz is easily detected. 
3) The polystyrene used in this investigation was 
delivered by Pressure Chemical, Pittsburgh, and had 
- according to the manufacturer - the following 
properties: Ä'/w = 400000, ]~/w/)(/, = 1.06; dibutyl- 
phthalate, purity >99%, was obtained from J. T. Baker 
Chemicals NV. The concentration used was 18.2 mg/mE 
6.2. Reproducibility 
The short term (within _+ 30 minutes) repro- 
ducibility is satisfactory; the results of reruns 
without refilling were within the uncertainty 
ranges. In order to obtain an idea about the 
reproducibility over a somewhat longer period 
various measurements on D.B.P. were repeated 
after 24 hours. It was found that the deviations 
of the 3 dB band-widths were within the un- 
certainty range of the measurements, but the 
resonance frequencies showed a definite change. 
Subsequently two series of measurements were 
performed on the same tube in air. It was then 
found that both the differences of the 3 dB band- 
widths and the resonance frequencies between 
both series were outside the uncertainty fange 
of the measurements. Therefore it taust be con- 
cluded that the mechanical properties of the 
tube change with time. Now since the 3 dB band- 
width of the unloaded tube is small compared 
to that of the loaded tube, the resulting error in 
R L is limited. XL, however, is determined by 
the small difference between two almost equal 
frequencies and a relatively small change in fo  
will result in a large error in X L. This is probably 
the cause of the large deviations of X L from its 
theoretical value in tables 1 and 2. To cope 
rigourously with this phenomenon it is necessary, 
in view of the rather time consuming measuring 
procedure, to calibrate the tube before and after 
each measurement, as described by Cooke and 
Matheson (2), and to reject the measurement if 
the deviation ex«eds a certain level. It is clear 
that this puts a severe limitation on the capa- 
bility of the apparatus. In order to eliminate 
this limitation measurements and data handling 
have to be performed much fastet and this calls 
for a measuring procedure based on the use of 
an on-line microprocessor, which is now under 
development (12). 
6.3. Accuracy 
Apart from systematic errors due to changes 
in the tube material the accuracy of the meas- 
ured values of the real and imaginary parts of 
the liquid shear impedance varies from 2-4%.  
Two error sources are readily located. In the 
_ first place the accuracy is limited by the a.c. 
Voltmeter, see figures 3a and 3b, for which a 
high quality digital voltmeter has to be substi- 
tute& A second limitation to the accuracy is 
formed by mode coupling between successive 
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overtones, especially when the tube is heavily 
loaded. This can be overcome by using a tube 
with a greater wall thickness, but at the cost of 
sensitivity. 
It should now be observed that  although 
only odd overtones are useful, even overtones 
are excited as well. El imination of these even 
overtones would reduce mode coupling to a 
great extent. This could be achieved by both 
clamping and exciting the tube in the middle. 
Attempts are therefore be ing made to realize 
such a construction, but so far without succes. 
Summary 
An apparatus for the measurement of, liquid-shear 
impedance in the frequency fange 4-200 kHz with 
the aid of a thin-walled Ni-tube resonator is described. 
A magnetostrictive mechanism is used for setting the 
tube into torsional oscillation. Real and imaginary 
patts of the liquid-shear impedance are found from 
the change in the 3 dB band-width of the resonance 
curve and the shift of the resonance frequency, re- 
spectively, when the tube is immersed from the air 
into the liquid. The amount of liquid required is 20 rel. 
The necessary theory is given and some preliminary 
results are presented. 
ZusammenJassung 
Es wird über einen Apparat zur Messung der Scher- 
impedanz von Flüssigkeiten im Frequenzbereich von 
4 bis 200kHz mit Hilfe eines Resonators berichtet. 
Der Resonator, ein Nickelrohr mit geringer Wand- 
stärke, wird mittels eines magnetostriktiven Mechanis- 
mus in Torsionsschwingungen versetzt. Real- und 
Imaginärteil der Scherimpedanz der Flüssigkeit werden 
aus der Änderung der Bandbreite der Resonanzkurve 
und der Verschiebung der Resonanzfrequenz, wenn 
das Rohr aus der Luft in die Flüssigkeit eingetaucht 
wird, berechnet. Die benötigte Flüssigkeitsmenge b - 
trägt 20 ml. Die zugehörige Theorie wird mitgeteilt, 
und einige vorläufige Meßergebnisse werden vorge- 
stellt. 
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